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されたエネルギーデバイスの Vessel Sealing System は肺動脈を含む血管処理に適応が認められた器具
で多くの施設で使用されるようになった．バイポーラ鉗子である Vessel Sealing System（以下，En-
Seal）を呼吸器外科手術に積極的に使用し，2010年 4月から 2011年 5月までに 28例 54枝に処理を
行った．原則，中枢側結紮後 EnSeal で切離したが，12枝には中枢側結紮をせずに EnSeal のみで処
理した．中枢側結紮した症例には出血はなかったが EnSeal のみの 2枝に出血を認めた．肺動脈本幹
に近い場合は緊張も強く，中枢側結紮を行うことが必要と反省させられた．現時点では EnSeal での
肺動脈分枝処理には 3 mm 以下の径であっても中枢側結紮を行うことが安全な使用方法と考えられ
た．
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枢側結紮を置かず，EnSeal のみで 3 mm 以下の
肺動脈の分枝を処理した本数は 12枝であった．11














図 2 EnSeal の使用経験





















































図 3 若手医師によるクリップと EnSeal 使用，中枢側クリップし結紮なしで肺動脈処理を行う
図 4 EnSeal で出血をきたした症例の術中所見
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Safety use of Vessel Sealing Devise (EnSeal) to lung resection
Department of Thoracic Surgery Kyoto Second Red Cross Hospital
Katsuhiko Nishiyama, Itsuko Shiraishi, Shunta Ishihara
Abstract
Newly developed vessel sealing systems were indicated to cut the vessels at any site of surger-
ies, especially under scopic surgery. We had a chance to use of this vessel sealing system (En-
Seal) at pulmonary resections from April 2010. We cut the branch of pulmonary artery (PA) by
EnSeal. 54 branchs in 28 patients were cut with EnSeal by May 2011. We tried to cut 12
branchs without ligation on central side. 2 branchs were considered insufficient closure and
bleeding from PA not immediately. These two cases were resutued PA and dicharged safely.
For safety use to cut the PA branch, ligation on central side should be necessary.
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